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X-ray analog pixel array detector for single synchrotron bunch time-resolved imaging 
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Dynamic x-ray studies may reach temporal resolutions limited by only the x-ray pulse duration 
if the detector is fast enough to segregate synchrotron pulses. An analog integrating pixel array de- 
tector with in-pixel storage and temporal resolution of around 150 ns, sufficient to isolate pulses, is 
presented. Analog integration minimizes count-rate limitations and in-pixel storage captures succes- 
sive pulses. Fundamental tests of noise and linearity as well as high-speed laser measurements are 
shown. The detector resolved individual bunch trains at the Cornell High Energy Synchrotron Source 
(CHESS) at levels of up to 3.7 x 10^ x-rays /pixel /train. When applied to turn-by-turn x-ray beam 
characterization single-shot intensity measurements were made with a repeatability of 0.4% and hor- 
izontal oscillations of the positron cloud were detected. This device is appropriate for time-resolved 
Bragg spot single crystal experiments. 
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INTRODUCTION 

Synchrotrons are pulsed x-ray sources that may be ex- 
ploited for time-resolved experiments. Isolation of the 
synchrotron pulses allows for dynamic studies limited 
by the x-ray pulse w^idth of around 50 ps |6|] . Mechani- 
cal chopper systems have been designed to transmit one 
x-ray pulse at a duty cycle of around 1 kHz L3J . When 
synchronized to a laser pump, choppers allow conven- 
tional x-ray detectors to be used for ultrafast experi- 
ments. However, detectors that isolate successive x-ray 
pulses from the synchrotron xinder control of electronic 
gate signals ease the experimental design and allow for 
a wider range of experiments. 

Single bunch pump-probe experiments have used 
point avalanche photodiodes (APD) coupled to count- 
ing external electronics to measure up to one x-ray per 
pulse 10] • The output of an APD may also be processed 
by analog electronics and then digitized to isolate suc- 
cessive x-ray pulses with a signal capacity over 500 x- 
rays per pulse fl]- Pilatus, a photon counting pixel ar- 
ray detector (PAD), was applied to single bunch experi- 
ments at the Advanced Photon Source (APS) [7]. To do 
so, the in-pixel counter of Pilatus was gated by an ex- 
ternal control signal for isolation of single pulses at a 
count-rate of one x-ray per pixel per pulse. Image inten- 
sifiers with a gate mode as short as 3 ns have been in- 
cluded in the optical chain of an x-ray CCD detector to 
isolate a single x-ray pulse |10]. The detectors described 
above have limitations for high-speed experiments that 
analog integrating pixel array detectors may address. 
APDs are single pixel, digital PADs are limited in count- 
rate and subsequently accuracy per shot, and the two- 
dimensional area detectors discussed above cannot iso- 
late and record successive synchrotron pulses. 

Analog integrating pixel array detectors that isolate 
synchrotron pulses will allow for new paradigms of sin- 
gle bunch x-ray experiments and more efficiently ac- 
quire data from conventional pump-probe configura- 
tions. An analog integrating PAD is shown in this pa- 



per to measure 1000s of x-rays per pixel per pulse for 
single-shot Poisson limited accuracies at each pixel of 
3% or better. In-pixel frame storage captures a number 
of images in rapid succession before detector read out 
to particularly benefit the study of samples with sponta- 
neous non-reversible changes [13|1 . 

The detector consists of a 16x16 pixel CMOS inte- 
grated circuit hybridized to a high resistivity silicon de- 
tector. The hybrid was combined with support electron- 
ics and flexible Field-Programmable Gate Array (FPGA) 
control and acquisition to create an x-ray camera. The 
support electronics and FPGA code allowed for a min- 
imum exposure time of 30 ns with 10 ns resolution, a 
600 yKS readout, and buffering for 8,100 frames before 
a transfer to hard-disk was required. The fundamen- 
tal detector metrics of noise and linearity are presented. 
Pulsed laser and x-ray synchrotron experiments show 
the PAD to have sufficient speed to isolate synchrotron 
pulses at a spacing of around 150 ns. This time resolu- 
tion is appropriate for the 176 ns bunch separation in 16 
bunch mode at the European Synchrotron Radiation Fa- 
cility (ESRF) and the 153 ns bunch separation in a stan- 
dard operating mode at the APS. 



DEVICE DESCRIPTION 

The CMOS readout application specific integrated cir- 
cuit (ASIC) is a 16x16 pixel array with 150/im pitch de- 
signed in TSMC 0.25 /im process and submitted to MO- 
SIS as part of a multi-project wafer run. The circuit lay- 
out allowed for a smaller pixel pitch but 150 /im was 
chosen to allow for hybridization to available detector 
layers. All NMOS transistors were designed using ei- 
ther an enclosed layout [IJ or radiation hardened linear 
techniques |12|] . The array was divided in half; one side 
matched an earlier prototype while the other side imple- 
mented a few slight design modifications to address is- 
sues revealed during testing of an earlier prototype chip 
(particularly radiation robustness) [9]. The chip has four 
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FIG. 1: Simplified pixel schematic that differentiates the front- 
end stage and the sampling stage. The reversed biased diode 
represents the high resistivity detector layer. 



analog output ports. 

The pixel electronics, shown as a simplified schematic 
in Fig. [TJ are similar to the analog integrating approach 
with in-pixel storage used in past detectors |8l,llll|. The 
design has been updated with an emphasis on speed for 
bunch segregation at the 150 ns level. The in-pixel am- 
plifiers use a differential architecture for radiation hard- 
ness and to limit systematic effects at high input x-ray 
flux. The front-end capacitors {Cf\ - Cfa in Fig. [U may 
be re-addressed and signal added without reading out 
the device. This addition of signal may occur after either 
acquisition into a different capacitor or electronic shut- 
tering of the x-ray signal. Each in-pixel frame may thus 
be built from temporally separated acquisition windows 
which allows for in-pixel averaging. A distinct temporal 
window is referred to as an accumulation. 

Switches <t>/?i - 0^4 may be held fixed to bypass ac- 
cumulation. In this case, referred to as flash-mode, the 
pixel captures eight sequential images that are stored on 
Cs 1 - Cjs before readout. The front-end conversion gain, 
when accumulation is not used, is set by the configura- 
tion of switches O^ 1 - (^p^ and adjustable by a factor of 
up to 6.5. Pixels have four accumulation elements {Cf\ - 
Cm) and eight storage elements {Cs\ - Qg). 

ASICs were hybridized to high-resistivity silicon de- 
tector layers. The detector layers were n-type 500 //m 
thick layers fabricated by SINTEF (Oslo, Norway) with 
a gold pad metallization. Pixel p+ implants were at the 
bump-bonded side and an aluminized n+ ohmic contact 
was on the x-ray incident side for the application of a 
bias to deplete the thickness of the sensor. A substrate 
of 7.5 kSl ■ cm resistivity and a reverse bias of 250 V gives 
an anticipated hole collection time of 25 ns. With a larger 
overbias the minimum collection time, constrained by 
the hole saturated velocity, is 8.3 ns. 

To bump-bond the detector layers to ASICs a process 
compliant with diced chips returned from MOSIS multi- 
project wafer runs was required. Gold stud bump bond- 
ing with conductive adhesives was used since it is com- 



pliant with small diced chips (Polymer Assembly Tech- 
nologies, Research Triangle Park, NC). Gold stud bumps 
were attached to the aluminum pad on the ASIC chip 
by intentionally removing the wire from a thermosonic 
wirebond to leave only the ball-bond. A conductive 
polymer epoxy bump was placed on the pads of the de- 
tector through a stencil screen [5] . 

An FPGA board (XEM3050 Opal Kelly, Portland, OR) 
with a Xilinx Spartan-3 FPGA was used to send digital 
control signals to the PAD, to buffer data from analog- 
to-digital converters, and to transfer data to a com- 
puter. The FPGA board featured a USB 2.0 interface 
for download of the FPGA configuration and for writ- 
ing of exposure commands from a computer to registers 
in the FPGA. The FPGA system continuously read up to 
8,100 frames from the PAD by buffering onto a memory 
chip before a USB transfer to a computer was required. 
The exposure and reset times were determined by the 
FPGA and programmable from 30ns-21.4s with a mas- 
ter FPGA clock of 10 ns. 

Detectors were packaged in ceramic pin grid ar- 
ray (PGA) carriers. PGAs were mounted into a zero- 
insertion-force (ZIF) socket with a central hole that al- 
lowed a copper heat-sink to contact the back-side of the 
PGA. The temperature of the copper heat-sink was reg- 
ulated by a thermoelectric device and an RTD sensor. 
A support printed circuit board (PCB), detector enclo- 
sure, and the FPGA board are shown in Fig. |2l The 
enclosure allowed for evacuation of the detector envi- 
ronment to prevent condensation when the detector was 
cooled. Electrical signals were transmitted into the en- 
closure through inner-layers of the PCB. 



FUNDAMENTAL METRICS, LASER MEASUREMENTS, 
AND RADIATION HARDNESS 



Fundamental detector specifications 



The RMS equivalent noise charge (ENC) of the mod- 
ified half of a hybridized PAD for flash-mode opera- 
tion was measured at 18 °C to be 1000, 1445, 2800, 3415, 
and 5500 e" for capacitive feedback configurations of 
300, 466, 966, 1200, and 1966 fF, respectively by engag- 
ing combinations of switches ^f\ to ^^fa- Therefore, a 
signal-to-noise of 2.2 for the detection of a single 8 keV x- 
ray is possible at the highest front-end gain setting. The 
noise of the other half, due to differences in the sampling 
stage, was around 20% greater. The PAD was measured 
to swing 1.88 V with a non-linearity of less than 1%. At 
the lowest gain the per-pixel well-depth for less than 1 % 
non-linearity is 10,480 x-rays of 8 keV energy. 




FIG. 2: Photographs of the support PCB and enclosure from different angles and at different levels of construction, (a) The system 
entirely assembled from the top-side. An x-ray transparent aluminized mylar window covered a hole in the top brass cover. The 
three barbed hose-fittings are a vacuum port and connections for cooling water, (b) The enclosure with the brass cover removed 
to reveal the PGA and chip mounted in the ZIF socket, (c) The chip is removed to show the copper cold-finger that protrudes 
through the ZIF socket, (d) PCB photographed from the back-side so that the control FPGA board is shown on the right. The 
support PCB measured 8.0" x 2.85". 



High dose-rate laser measurements 

The PAD linearity was studied at high input pho- 
tocurrents using a laser of 633 nm wavelength and 
0.5 mW maximum output power (Melles Griot, Albu- 
querque, NM, Model 25-LHP-213-249). For efficient vis- 
ible detection the aluminum on the x-ray entrance side 
was removed from one of the detector chips. Fig. |3] 
shows the integrated intensity in the laser spot versus 
the exposure time acquired at two levels of incident 
intensity. This result confirms 10 ns resolution of the 
FPGA timing circuits. 

The total photocurrents measured were 243 ju A and 
20 jiA for direct laser illumination and attenuation with 
a filter of optical density 1.0. The maximum per pixel 
photocurrent was lljiA without attenuation, which is 
comparable to the static bias current of the front-end am- 
plifier, and the response remains linear. The photocur- 
rent produced by the unattenuated laser is equivalent to 
the signal from an 8keV x-ray flux of 7 x 10" x-rays /s, 
around a factor of 1000 greater than what is accessible 
with laboratory x-ray sources. The largest single pixel 
flux, equivalent to 3.4 x 10'" x-rays of 8 keV energy, ex- 
ceeded the maximum pixel count-rate (10 MHz) of area 
digital PADs by over 3,000. The intercepts of Fig.|3]were 
near to zero; the deviation may be because the effective 
exposure time was slightly different than what was pro- 
grammed into the FPGA. 

A laser (Newport Corp., Irvine, CA, Model LQA635- 
03C) with analog modulation at up to 20 MHz, a wave- 
length of 635 nm, and a maximum output power of 
3 mW was used to illuminate the detector with a 40 ns 
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FIG. 3: Detector linearity at nanosecond exposure times tested 
with a laser source, n used the laser unattenuated. o used a 
neutral-density filter of optical density 1.0. Solid lines are a 
linear fit to the measured points. 



pulsed input to test high-speed collection. A delay 
generator (Stanford Research Systems, Sunnyvale, CA, 
Model DSG 535) controlled the delay between laser 
pulse and PAD acquisition. Data was acquired with a 
90 ns exposure time, Cf = lOOOfF, and with a front-end 
amplifier dissipation of 12.3yuA. Fig. |4] shows the inte- 
grated intensity in the detected laser spot versus the de- 
lay between the laser pulse and the start of the PAD ex- 
posure window {To) acquired at multiple values of the 
detector layer bias. At larger To the PAD was started 
later with respect to the laser. At bias voltages of 280 
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FIG. 4: Integrated intensity in a detected laser spot (in equiva- 
lent 8 keV x-rays) for a laser pulse of 40 ns duration versus the 
delay between PAD acquisition and the pulse. The experiment 
was repeated at multiple values of the detector layer bias (HV 
in Fig.[l), indicated in the legend. Lines guide the eye. 



and 230 V the integrated intensity is flat versus To for 
To greater than -10 ns. This indicates that the signal 
was completely measured in the 90 ns exposure window 
when the PAD was started 10 ns before the laser was 
pulsed. The signal was also completely measured when 
the PAD start was coincident with the laser pulse. 



Accumulation studies 

The noise per accumulation was studied for multi- 
ple values of feedback capacitance. The noise mea- 
sured was differentiated into two sources by a fit to 
cr{N)^ - crj,+ Ncr^^^, where cr is the total noise measured, 
(Tf is the fixed noise, cTacc is the noise added per accu- 
mulation, and A^ is the number of accumulations. The 
noise per accumulation was found to follow the form 
( yJkTCf + '\/FrCm)/Cf where Cf is the feedback capac- 
itance and CjM is the input capacitance due to the de- 
tector layer and input amplifier. Table |T] shows the fixed 
read-noise and noise per accumulation extracted from 
the data fits from the modified half of a hybridized de- 
tector. Also shown is the number of accumulations pos- 
sible before the added accumulation noise matches the 
fixed read-noise. 

The accumulation functionality allows measure- 
ment of a repetitive signal with less noise than other 
methods by allowing for in-pixel averaging (see the 
fourth column of Table|l|. To demonstrate this the detec- 
tor was illuminated with a laser (Coherent Laser, Santa 
Clara, CA, Lab Laser MVP/VLM2) modulated with a 
sinusoid at 25 kHz. The light intensity was attenuated 
by 10,000 using a neutral density filter for low signal 



TABLE I: Noise measured from accumulations differentiated 
as fixed noise and noise per accumulation. The fourth column 
shows the number of accumulations until accumulation noise 
matches the fixed noise. 

Cf (fF) o-f OuV) o-,,,, (a/V) A' for a^ = No-L 



300 


550 


186 


9 


466 


496 


133 


14 


500 


490 


127 


15 


700 


473 


96 


24 


1666 


452 


41.7 


117 



level imaging. Four accumulation elements captured 
the intensity at four phases of the oscillation: 0°, 90°, 
180°, 270° with the laser at full intensity at 90° and off 
at 270°. Two methods of imaging this scene were com- 
pared. One technique captured each phase of the os- 
cillation once with an exposure time of 200 ns and then 
the image was read out. Fifteen of these images were 
averaged to form a composite image. The second tech- 
nique used the four accumulation elements to capture 
each phase of the oscillation with a 200 ns exposure win- 
dow fifteen times before the detector image was read 
out. For this second technique, the intensity was calcu- 
lated from one single image rather than an average. In 
both cases the total exposure time for the capture of each 
phase of the oscillation was 15 x 200 ns = 3yL(s. The first 
technique used post-processing averaging while the sec- 
ond technique averaged in-pixel. The integrated inten- 
sity measured, in units of 8 keV x-rays per pixel, along 
with error-bars of ±one-sigma are shown in Fig. |5l In 
this experiment the number of accumulations was such 
that the added accumulation noise is near to that of a 
single readout. Hence, the noise increase expected from 
fifteen image reads compared to a single read and fif- 
teen accumulations is: V15/2 = 2.7. The ratios of the 
noises measured were 2.7, 2.4, 2.5, and 3.5, in reasonable 
agreement with expectations. 



Radiation hardness 

Radiation robustness was evaluated by dosing an 
ASIC without a bump-bonded detector layer held at - 
24 C at a rate of 2Gy(Si)/sec. X-rays were produced by 
a rotating anode source (Enraf Nonius, Model FR571, 
Bohemia, NY) operated at 40 kV and 50 mA with mul- 
tilayers (Osmic model CMF15-165Cu8, Troy, MI) to se- 
lect SkeV radiation. The chip was irradiated up to 
600kGy(Si) over the course of three days. With a 
500 //m thick silicon detector layer for protection a dose 
of 600 kGy(Si) at the readout ASIC is reached after ex- 
posure to a flux of 3x10" x-rays/s/mm- for 94hours 
at SkeV (~ 800MGy(Si) at the detector diode layer) or 
77 minutes at 12keV (-5.5 MGy(Si) at the detector diode 
layer). The half of the chip that was modified for im- 
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FIG. 5: Signal per pixel (in equivalent 8 keV x-rays) captured at 
four phases of an oscillatory stimulus, n shows data averaged 
in post-processing, o shows data acquired using the accumu- 
lation functionality, i.e. averaged in pixel. The o (n) are offset 
horizontally by -5° (+5°) for easier visualization. 



proved radiation hardness remained functional up to 
600kGy(Si). The most significant effect induced by ac- 
cumulated dose was a manageable increase in the sub- 
threshold leakage of the transistor switches that isolate 
the storage element capacitors. 



SYNCHROTRON MEASUREMENTS 
High flux studies 

The high flux x-ray performance of the detector was 
tested at G3 hutch of the Cornell High Energy Syn- 
chrotron Source (CHESS). CHESS G-line receives x-ray 
radiation from positrons via a 49 pole wiggler. X-rays 
of 8.6 keV energy were selected by a W/B4C multilayer 
monochromator with energy bandpass AE/E = 2.1%. 
G3 receives a flux of up to 5 x 10''' x-rays/ sec /mm^. In 
the hutch a pair of slits was used to reduce the size of the 
beam to around 1 mm^ . An aluminum disc with differ- 
ent thicknesses at each position of rotation was used to 
attenuate the x-ray beam when necessary. A fast shut- 
ter with ^ 5 ms opening and closing times was used to 
limit x-ray exposure to the detector (Uniblitz/Vincent 
Associates, Rochester, NY). The synchrotron timing sig- 
nal triggered a delay generator which subsequently trig- 
gered the PAD. The time from arrival of the synchrotron 
trigger to release of the trigger to the PAD (referred to 
as To or PAD delay) and the repetition rate of expo- 
sures were adjusted with the delay generator. The detec- 
tor layer was biased to 290 V and the PAD temperature 
was stabilized at -15 °C or -24 °C. PAD readout required 
around 600 //s. 

The synchrotron positron fill-pattern during this ex- 
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FIG. 6: The five trains of bunches as each circulates the syn- 
chrotron at CHESS twice. Each individual vertical bar is a 
bunch of positrons. The trains, from left to right, are referred 
to as 1-5. Trains 2 and 3 had six bunches and trains 1, 4, and 5 
had five bunches. The front-to-front train spacing was 280 ns 
(labeled by A). The revolution period was 2563.2 ns (labeled 
by B). The time between bunches in a train was 14 ns. 



periment is shown in the schematic of Fig.|6]and demon- 
strated with a detector readout in Fig. [7] Five bunch 
trains circulated the ring with a front-to-front spacing 
of 280 ns (A in Fig. [SJl. The trains contained five or six 
bunches separated by 14 ns. The intra-train bunch spac- 
ing was too short to resolve so the trains were used as a 
stand in for a bunch. 

Fig. [7] shows the capture of the 2nd and 3rd trains 
contained more signal than that of the 1st, 4th, and 5th 
trains. The fill-pattern had six bunches in the 2nd and 
3rd trains and five bunches in the other trains. For 
the acquisition of Fig. [71 the detector measured an inte- 
grated intensity of 1.75 x 10^ x-rays for the two bright 
trains and 1.44 x 10^ x-rays for the other trains (a ra- 
tio which approximately matched that of the number of 
bunches: 1.22 = 6/5). The experiment displayed in 
Fig. [7| was repeated while the PAD delay (To) was ad- 
justed with respect to the synchrotron timing to study 
the dependence of the PAD response upon the time 
within the exposure window that the x-rays arrived. As 
the PAD delay was increased the x-rays arrived earlier in 
the exposure window. Fig.|8]shows the integrated inten- 
sity of each storage element from a single pixel plotted 
versus the PAD delay. The group of peaks at smallest 
PAD delay show that Csi, Css, and Csb measured the 
lower intensity bunch trains (1, 4, and 5); Cs3 and Csa 
measured the high intensity trains (2 and 3); and Cs\, 
Csi, and Csa were not illuminated. The duration of the 
rising and falling edges and the flat-tops of the pixel re- 
sponse in Fig.[8]provide information about the speed of 
the detector response. For trains with six bunches the 
rising, flat- top, and falling edge durations were 100 ns, 
60 ns, and 100 ns, respectively. For the trains with five 
bunches the rising, flat-top, and falling edge durations 
were 90 ns, 75 ns, and 85 ns, respectively. The total time 
that signal was detected was 250 ns for the five-bunch 
trains and 260 ns for the six-bunch trains, which is ap- 
proximately the sum of the exposure time, x-ray train 
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FIG. 7: Eight images, one from each in-pixel storage element, 
acquired in a single read out to illustrate the synchrotron fill- 
pattern. The linear gray-scale is set from -1 x-ray (white) to 
3.7 X 10'' x-rays (black). The time-window, 190ns in duration, 
covered by each in-pixel storage element is labeled above the 
image. Time-window 0-190 ns captured train 1, trains 2-5 were 
captured in the next successive time-windows, and the last 
three time-windows captured the period without x-rays (1200 
- 2560 ns in Fig.|6j. The sharp edge at the bottom of the spot 
is hypothesized to be due to vignetting from upstream optical 
elements. 
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FIG. 8: Integrated signal versus the PAD delay with respect to 
the synchrotron timing with a train imaged by successive in- 
pixel storage elements. The exposure time was 190 ns and the 
time between frames was 90 ns. Csi and Csg measured around 
zero at all PAD delays and are indistinguishable in the figure. 
Lines guide the eye. 



duration, and the detector collection time which indi- 
cates that the readout ASIC electronics did not consid- 
erably slow the response. Trains are clearly separated 
and trains of five bunches and of six bunches are distin- 
guishable. 

The results of Fig. |8] (and Fig.|4| indicate the feasibility 
of isolation of single bunches with around 150 ns spac- 
ing, which is sufficiently fast for single-bunch imaging 
at the APS and ESRF (153 ns and 176 ns separation, re- 



spectively). The flat- top time in Fig. [8] of 75 ns suggests 
that at CFiESS the entire signal from the train would 
still have been measured if the exposure time was re- 
duced from 190 ns to 115 ns. Further, at CFiESS, the ris- 
ing and falling edges of Fig. [8] are slowed by the dura- 
tion of the trains; whereas, a single bunch is effectively 
a delta-function impulse at the detector. The reduction 
of the signal duration by 56 ns should allow reduction 
of the exposure time by at least 25 ns. Therefore, it is es- 
timated that bunches at the APS could be resolved with 
an exposure time of 90 ns and a time between frames for 
pixel reset of 60 ns. 

The results shown in Fig. [8] were used to evalu- 
ate the shift of the detector pedestal level and read- 
noise induced by high levels of x-ray flux. The time- 
averaged flux at the brightest pixels was measured 
to be 4.8xl0-'x-rays/pix/yus equivalent to 2.1x10" x- 
rays/mm^/s. At PAD delays of 2550-2600 ns storage ele- 
ments Cs5 through C^g should have measured zero. The 
read-noise of these, nominally empty storage elements, 
showed an insignificant maximum increase of 1.2% at 
the highly illummated pixels compared to images with 
the mechanical x-ray shutter closed. The maximum and 
average integrated signal measured by the highly il- 
luminated pixels in storage elements Css through Csa 
were less than < 0.02% and < 0.004%, respectively, of 
the signal measured by storage elements Cs\ through 
Cs4 (both of which could be due to random variation). 

Due to an instability of the x-ray source (see below) 
it was not possible to use x-ray measurements to de- 
termine the time required to settle to high levels of ac- 
curacy. In a separate set of experiments an in-pixel cir- 
cuit injected 235 fC, equivalent to 665 x-rays of 8 keV en- 
ergy, into the pixel input and the time to settle to within 
particular levels of the final value was measured. The 
small-signal time constant and time for slew is longest 
for the smallest feedback capacitance; these times are re- 
ported here as a worst case condition. The front-end am- 
plifier transistor sizes were different on each half of the 
readout ASIC. This resulted in slightly different speeds 
for the two sides so that two settling times are reported 
for every measurement. At 15yuA dissipation by the 
front-end amplifier, amenable to a larger array 10-bit 
settling (within 772 fiV of the final value) required 100 
and 80 ns and 12-bit settling (within 193juV of the final 
value) required 120 and 90 ns. For the 16x16 device per- 
pixel power dissipation is of less concern. At a larger 
power dissipation, 12-bit settling (within 193 yuV of the 
final value) required 65 and 65 ns. With the 16x16 pixel 
device 12-bit settling was shown possible at times re- 
quired to segregate bunches at the APS or ESRF. 



Beam characterization 

The x-ray beam in the experimental hutch may have 
intensity and position fluctuations due to trajectory in- 
stabilities of the electron/positron source or from mo- 
tions of the optics that interact with the x-ray beam. 
Evaluation of these variations is important, particularly 
for time-resolved experiments. Diagnostics at or exceed- 
ing the frequencies of vibrations that may be driven by 
pumps are valuable for commissioning of x-ray beam 
lines. 

The fast readout time of the PAD camera and the abil- 
ity to resolve individual CHESS bunch trains allowed 
for unique characterization of the x-ray beam on mi- 
crosecond time-scales. Since the PAD directly images 
the beam on an array of pixels the beam profile is ex- 
tracted, w^hich provides more diagnostic information 
than four-quadrant type beam position monitors. The 
in-pixel storage was used to study temporal correlations 
of a train sampled at each pass around the synchrotron 
ring. 

To characterize the stability of the x-ray beam each 
in-pixel storage element of the PAD captured a unique 
single pass of train five. The temporal separation be- 
tween the capture of train five by each storage element 
was varied to study the time correlation of the position 
and intensity fluctuations. Each image read out from 
the detector measured the x-ray signal at multiple time 
differences, t, because of the eight in-pixel storage ele- 
ments. The time between PAD readout was limited to a 
minimum of 700 jUS and varied from 719 fis to 2.7ms to 
extract a range of time correlations. 

The intensity, /, was measured as the sum of the en- 
tire spot; horizontal and vertical positions were found 
with a center-of-mass algorithm. The direct time evo- 
lution of the intensity and vertical position is shown in 
Fig- El Oscillations were detected at 100 Hz and 200 Hz 
and were discovered to be induced by vibrations of the 
monochromator from a vacuum pump. 

To study faster time-scales, intensity and position 
time correlations were evaluated by calculation of the 
average RMS deviation versus the time difference, r, be- 
tween the measurements. This allowed for study down 
to the time of 2.56 jUS for the train to circulate the ring. 
Fractional intensity deviations were evaluated as 



FDEV,(t) 



V<(/(0-/(f + T))2> 

V2</> 



(1) 



where <> indicates an average. Horizontal deviations 
were calculated similarly, but not normalized to the av- 
erage position, and indicated as DEVx{t). The inte- 
grated intensity measured per capture was around 1 . 1 x 
10^ x-rays which implies an accuracy limit from Pois- 
son statistics for the intensity measure of 1 / Vl.l x 10^ = 
0.0030. 
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FIG. 9: Millisecond timescale studies of beam intensity fluctu- 
ations (top) and vertical displacement (bottom). For this mea- 
surement the detector waited for the fifth train to circulate the 
synchrotron 75 times between captures of the in-pixel storage 
elements. Lines guide the eye. 



Fig. [To] displays the fractional intensity deviations ex- 
tracted for correlation times from 2.56 //s up to 500 /^s. At 
the shortest correlation times the measurement is close 
to the accuracy limit set by Poisson statistics. To show 
this, the measured values were fit to FDEV^ - At^ + P. 
The parameters found were: A = (5.8 x 10"^/[//5])~ and 
P - (0.0038)" where P represents the deviation that is 
constant with correlation time and is bounded by Pois- 
son statistics. Extraction of a nearly Poisson limited 
measurement displays that the accuracy of the detec- 
tor was maintained at high-flux levels and short expo- 
sure times. The linear growth of the intensity deviation 
with correlation time proves that the intensity fluctua- 
tions of the single train were dominated by the 100 Hz 
and 200 Hz oscillations shown in Fig. |9] 

Fig. [Tl] displays the deviations of the center-of-mass 
of the x-ray intensity in the horizontal direction for cor- 
relation times up to 80 //s. The deviations oscillate at a 
frequency of 163 kHz which is attributed to betatron os- 
cillations of the circulating positron cloud. The maxi- 
mum sampling rate of this measurement was limited to 
the time for the train to circulate the ring. As such, it 
is not possible to determine if the frequency extracted 
is the true frequency or an aliased measure of a higher 
frequency of the positron cloud motion. The actual 
possible transverse oscillation frequencies, /, are then 
163 kHz - \f-Nx390. 1 kHz| for any integer A^ (the revolu- 
tion frequency at CHESS is 390.1 kHz). Before these ex- 
periments the horizontal betatron measurements were 
measured by the storage ring operators at a frequency 
of 227.7 kHz, which would be detected by the PAD as a 
frequency of |227.7 kHz - 390.1 kHz| = 162.4 kHz, consis- 
tent with measured results. 
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FIG. 10: Fractional RMS fluctuation of the CHESS G3 beam 
intensity versus correlation time. The solid-line is a fit to 
FDEVJ = At- + P. 



x-rays. This large capacity maximizes the accuracy of 
time-resolved measurements that are limited by photon 
statistics. Another advantage is that, unlike a point de- 
tector, the two dimensional pixel array provides sensi- 
tivity to peak position and profile for detection of lat- 
tice parameter shifts and lattice inhomogeneity In-pixel 
storage elements may capture both the laser-on image 
and laser-off reference image in a single readout to re- 
duce drifts. 

This work will be leveraged for the planned devel- 
opment of a buttable, larger format device for a wider 
range of time-resolved experiments. The pixel was de- 
signed with power dissipation appropriate for larger ar- 
rays. The FPGA control code developed benefits future 
larger arrays since the majority of the state machines are 
independent of detector format. 



CONCLUSIONS 
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FIG. 11: Fluctuations of the CHESS G3 beam horizontal posi- 
tion at fast time-scales with a superimposed oscillation (solid- 
line) at 163 kHz. 



These results show this detector to be appropriate for 
diagnostics of beam position and intensity fluctuations 
at, and exceeding, the typical frequencies of mechanical 
vibrations and many synchrotron ring instabilities. 



DISCUSSION 

Pump-probe experiments use a laser to initiate dy- 
namics in a sample which is then probed by an x-ray 
pulse with a known time delay with respect to the 
laser. The detector described would be a useful tool for 
these experiments. The detector readout time of 600 /is 
is faster than the t5^ical repetition rate of the pump 
laser. The single-shot saturation value of the detector 
in a 1.2 x 1.4 mm- spot was shown to exceed 100,000 



A strength of analog integrating PADs is the high 
count-rate capability that minimizes uncertainty due to 
Poisson statistics at short exposure times. In this paper 
an analog integrating area detector with speed sufficient 
for the segregation of the x-ray signal from a number 
of successive synchrotron pulses onto in-pixel storage 
elements was demonstrated. The PAD was applied to 
studies of turn-by-turn x-ray bunch-train intensity and 
horizontal position measurements at correlation times 
down to 2.56 yus. Single Bragg spot time-resolved stud- 
ies, especially of non-repetitive sample dynamics, are 
an excellent experimental match for future applications. 
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